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 الخالصة

المواد وطرائق  ات التحميل الفوري باستخدام حتليل العناصر املنتهية ثالثي األبعاد.لتقييم تأثري طول وقطر الزرعة على قيم وتوزيع االجهادات لزرع االهدف:
واملصممة خصيصا   LEADER -ITALIA/ Fixمت تصميم منوذج ثالثي األبعاد لزرعة مغروسة يف العظم, حيث كانت الزرعة املستخدمة من نوعالبحث:

ملم و 11ء النموذج الصلب للزرعة والعظم وإجراء حتليل العناصر املنتهية. مت اختبار طولني )لبنا ANSYS  V.12للتحميل الفوري. مت استخدام برنامج  
أظهرت النتائج أن مناطق االجهادات العليا جلميع األطوال واألقطار تقع عند عنق الزرعة, وأن زيادة  النتائج: ملم( للزرعة.3..5ملم و 3..1ملم( وقطرين )11

ملم إىل 3..1ملم أدى اىل زيادة بسيطة يف قيم االجهاد عند السطح البيين للعظم والزرعة, بينما مل يكن للزيادة يف القطر من 11ملم إىل 11طول الزرعة من 
ي إىل إن الزيادة يف طول الزرعة قد يؤثر سلبيا على قيم االجهاد,ولكنه يؤد االستنتاجات: ملم أي تأثري ملحوظ يف زيادة قيم االجهاد حول الزرعة السنية.3..5

 .ا لالجهاد عند عنق الزرعةتوزيع أفضل لالجهاد حول الزرعة, إن الزيادة يف قطر الزرعة ليس له تأثري ملحوظ على قيم االجهاد لكنه أدى إىل تقليل حيز القيم العلي
 

ABSTRACT 
Aims: to evaluate the effect of implant length and diameter on the values and distribution of stresses of 

immediate loading implants by using three-dimensional (3D) finite elements (FE) analysis. Materials 

and Method: A 3-D FE model of an implant embedded in a block of bone was used in this study. The 

implant was LEADER/ ITALIA-Fix type which is specially designed for immediate loading. ANSYS  

V.12 program was used to build solid model of the implant and bone, and performing the finite element 

analysis. Two lengths of implant were used (11mm. and 13mm)., and two diameters (3.75mm. and 

4.25mm.). Results: The results showed that the areas of maximum stress of all lengths and diameters 

are located at the neck of implants, the increase in the implant length from 11mm. to 13mm. leading to 

slightly increase in the stress at the implant-bone interface, while the increase in the diameter from 

3.75mm. to 4.25mm. having no significant effect in increasing the value of stresses around dental im-

plants. Conclusions: The increase in the implant length is negatively affect on stress values, but it 

leads to better dissipation of stresses around dental implant. The increase in the diameter having no 

obvious effect on stress values. However, it reduce the area of maximum stress at the implant neck. 
Key wards: immediate loading implants, implant length, implant diameter, finite element analysis. 
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INTRODUCTION 
Failures of dental implants in the func-

tional phase of treatment protocol mostly 

takes place after implant loading which 

may be manifested as bone resorbtion 

around the neck of implants.
(1,2)

 

The shape of implants is one of the es-

sential criteria of the resulting biomechan-

ical properties and for osseointegration. 

Peri-implant stress distribution is of course 

not solely determined by the design of the 

implants themselves. The selection of the 

implants should always take the specific 

morphology of the patient’s bone into con-

sideration.
(3,4) 

 

The biomechanical aspects can be re-

lated mostly to the implant design (eg, 

length, diameter, shape and material prop-
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erty) and to the patient physiological con-

dition (eg, bone density, occlusal force and 

medical condition).
(5,6)

 

It is well known that implant diameter, 

shape, and load direction influence stress 

distribution
(7).

 Although in many cases an 

increase of the implant diameter allows 

achieving a more favourable mechanical 

situation, nevertheless, the largest implant 

or a maximum diameter does not neces-

sarily yield the optimum clinical out-

come.
(8)

 

The finite element method is frequent-

ly used to determine stresses in bone 

around dental implants.
(9)

 By using 3-D 

finite element analysis, Himmlova et al 

made a mathematical simulation of stress 

distribution around implants to determine 

which length and diameter of implants 

would be best to dissipate stress. The re-

sults showed that the maximum stress are-

as were located around the implant neck. 

Also, an increase in the implant diameter 

decreased the maximum von Mises equiv-

alent stress around the implant neck more 

than an increase in the implant length, as a 

result of a more favorable distribution of 

the simulated masticatory forces ap-

plied.
(10)

 

Li Lin C. et al 
(5)

were introduce a 

study to evaluate the influence of implant 

length and bone quality on the biomechan-

ical aspects in alveolar bone and dental 

implant using non-linear finite element 

analysis. The simulated results indicated 

that the variations of cortical bony strains 

between 13mm and 8mm long implants 

were not significantly as a result of the 

same contact areas between implant fix-

ture and cortical bone were found for dif-

ferent implant lengths. 

Sertgoz and Guvener 
(11)

 used the finite 

element analysis method to study the ef-

fect of cantilever and the implant length on 

the stress distribution in the fixed partial 

denture supported implants. They found 

that the increase in length leading to in-

crease the stress at the implant-bone inter-

face. Reiger et al
(12)

 in his FE study found 

that the implant length having no obvious 

effect on stress distribution at the implant-

bone interface.   The aim of the present 

study is to evaluate the effect of implant 

length and diameter on the values and dis-

tribution of stresses at the bone – implant 

interface of immediate loading implants by 

using three-dimensional (3D) finite ele-

ments (FE) analysis. 

 

MATERIALS AND METHOD 
A 3/D FE model of an implant embed-

ded in a block of bone was used in this 

study. The implant was LEADER/ ITA-

LIA-Fix type which is specially designed 

for immediate loading(one piece fixture 

and abutment). This type of implant is 

available with two lengths (11mm. and 

13mm.) and two diameters (3.75mm. and 

4.25mm) figure (1). 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

Figure (1): LEADER/ITALIA – Fix implant 
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The implant was draw in the computer 

with its real dimensions by AUTO-CAD 

program (Figure 2). 

 

 

 

 

 

 

 

 

 

 

 

 

Figure (2): The implant drawn  AUTO/CAD program 

 

The 3-D solid finite elements  were used 

to model the bone and implant. The block 

of bone was 25mm. in height, 15mm. 

width, and 15mm. length. ANSYS  V.12 

program was used to build solid model of 

the implant and bone, and performing the 

finite element analysis. (Figure 3) 

 

 

Figure (3): A 3D finite element model of implant and bone block constructed by ANSYS 

V.12 for FE analysis 
 

Elements: types and description: 
 The elements used in the model can be 

described as follows: 

 1. Titanium implant: SOLID95, 3-D 20-

Node Tetrahedral Structural Solid 

SOLID95 Element Description: 

SOLID95 is a higher order version of 

the2-D 8-node solid element. It can toler-

ate irregular shapes without as much loss 

of accuracy. SOLID95 elements have 

compatible displacement shapes and are 

well suited to model curved boundaries. 

SOLID95 has plasticity, creep, stress stiff-

ening, large deflection, and large strain 

capabilities. 

2.  The bone: SOLID191, 3-D 20-Node 

Layered Structural Solid. 

 

SOLID191 Element Description: 

SOLID191 is a layered version of the 20-

node structural solid (SOLID95) designed 

to model layered thick shells or solids. The 

element allows up to 100 different materi-

al layers. If more than 100 layers are re-

quired, the elements may be stacked. SOL-

ID191 has stress stiffening capabilities. 

In this study, two lengths of implant were 

used which are 11mm. and 13mm., and 

two diameters which are 3.75mm. and 

4.25mm. The bone is  cortical bone. The 

Elastic modulus and Possion’s ratio of  the 

dental implant and bone used in the study 

are listed in table (1) 
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Table (1): Mechanical properties of  dental implant and the  bone tissue   (Li Lin et al 2006) 
 

 

Axially directed force was applied on 

the top of the abutment to simulate the 

axial occlusal loading on the implant. The 

magnitude of force was 2.0 MPa.
(13) 

 

RESULTS 

To know the values of von Mises 

stresses and the pattern of their distribu-

tion at  the implant-bone interface, see the 

figures of finite element analysis 

(4),(5),and(7). Each color in the scale rep-

resent a value of stress, the red color rep-

resent the maximum value of stress, while 

the dark blue represent the minimum stress 

value. 

● Concerning the effects of the im-

plant length on the values and distribution 

of stresses at the implant-bone interface 

(implant diameter was fixed at 3.75mm), 

the results of the finite elements analysis 

shows that: 

    1. The maximum value of von Mis-

es stresses at the implant-bone interface 

when the implant length was 11mm. is 

(1.48MPa) at the cervical area of implant, 

while the minimum stress value is 

(0.264MPa) at the apex of the implant. 

(Figure 4, Table 2). 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

Figure (4): Stress values and distribution along implant-bone interface, the length is 

11mm.,the diameter is 3.75mm 

 

 

Table (2): The maximum and minimum stress values at implant length 11 and 13mm 

Length/mm. Max. value/MPa Min. value/MPa 

11 1.48 0.264 

13 1.80 0.401 

    

 

 
2. The maximum von Mises stress value 

when the implant length was 13mm. is 

(1.80MPa) at the neck of implant, and the 

minimum stress value is (0.401MPa) at the 

apical area of the interface. Figure (5), 

Table (2). 

 

Material Young Modulus (MPa) Possion’s Ratio 

Titanium Implant 110000 0.35 

Cortical Bone 14800 0.3 
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Figure (5): Stress values and distribution along implant-bone interface, the length is 

13mm.,the diameter is 3.75mm. 

Theses results indicate that the in-

crease in the implant length from 11mm. 

to 13mm. having a very little effect in in-

creasing the value of stresses around den-

tal implants Figure(6). 

 
 

 

 

 

 

 

 

 

 

 

 

Figure (6): Histogram showing the values of stresses with implant length 11mm. and 

13mm.and implant diameter 3.75mm. 

 

 

● The results of the effects of the diameter 

on the values and distribution of stresses at 

the implant-bone interface(the implant 

length was fixed at 13mm.) shows that:  

     1. The maximum and minimum von 

Mises stresses when the implant diameter 

was 3.75mm. were (1.80MPa) at the neck 

of implant and the minimum value  

(0.401MPa). (Figure 5, Table3). 

 
Table(3): The maximum and minimum stress values at implant diameter 3.75 and 4.25mm. 

Diameter/mm. Max. value/MPa Min. value/MPa 

3.75 1.80 0.401 

4.25 1.81 0.412 

      
2. When the implant diameter was 

4.25mm, the maximum value of stress was 

(1.81mm.) at the cervical area of implant 

while the minimum value of stress was 

(0.412MPa) at the apex of the implant. 

(Figure7, Table 3). 
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Figure (7): Stress values and distribution along implant-bone interface, the length is 

13mm.,the diameter is 4.25mm. 

These results reveal that the increase in the 

implant diameter from 3.75mm. to 

4.25mm. having no significant effect in 

increasing the value of stresses around 

dental implants. (Figure 8) 

  

 

 

 

 

 

 

 

 

Figure (8): Histogram showing the values of stresses with implant diameter 3.75mm. and 

4.25mm. 

 

DISCUSSION 
The finite element method is one of the 

most frequently used methods in stress 

analysis in both industry and science. It is 

used for analyzing  dental implants. The 

results of the FEA computation depend on 

many individual factors, including 

material properties, boundary conditions, 

interface definition, and also on the overall 

approach to the model. It is apparent that 

the presented model was only an 

approximation of the clinical situa-

tion.
(10,15)

The model simplification, for 

example, the implant in the shape of a 

cylinder rather than a screw or other 

shapes commonly used in clinical practice, 

and the simplification of material 

properties (the entire volume of bone was 

homogeneous, isotropic with the character 

of cortical bone) made it possible to 

reduce the required computer time without 

affecting the purpose of the study,
(10)

 

which was to establish the relative 

importance of the implant length and 

diameter. 

In this study, two lengths (11mm. and 

13mm.) and two diameters (3.75mm. and 

4.25mm.) of implant were used for 

analysis because the company which 

construct this system introduced only these 

two lengths and diameters. 

An implant- bone model was developed to 

evaluate the effect of different implant 

length and diameter on the values and 

distribution of  stresses at the implant-

bone interface of the immediate loading 

implants by means of finite elements 

analysis. 

The Figures of FE analysis (4,5,and7) 

shows that the areas of maximum stress of 

all lengths and diameters are located at the 

neck of dental implants. This result come 

in agreement to the results of Murad and 

Al-Adel,
(13)

 and Himmlova et al.
(10)
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The implant length: when comparing the 

maximum value of von Mises stresses of 

the two implant lengths, the results 

showed that the increase in the implant 

length from 11mm. to 13mm. leading to 

slightly increase in the stress at the 

implant-bone interface. However, 13mm. 

long implant leading to better dissipation 

of stresses around dental implant than 

11mm. Figure (4,5). This result comes in 

agreement with Sertgoz and Guvener 
(11)

who found that the increase in length 

leading to increase the stress at the 

implant-bone interface. Reiger et al.
(12)

  

who found that the implant length having 

no clear effect on stress distribution. 

However, Himmlova et al 
(10)

 concluded in 

his study that increasing implant length 

having a little effect in reducing stresses. 

 3.  The implant diameter: the results of 

the stress analysis at the implant-bone 

interface of the two implant diameters 

showed that there was no difference in the 

stress values between 3.75mm. and 

4.25mm. diameters. This may be due the 

difference between the two diameters was 

very small (0.5mm). However, when 

analyzing the stress distribution, it was 

very clear that increasing diameter to 

4.25mm. led to reduction in the area of 

maximum stress value at the neck of 

implant in comparison to that of 3.75mm. 

diameter,(i.e) the area of maximum stress 

was wider with implant diameter 3.75mm 

than the area of maximum stress with 

diameter 4.25mm. Figure (5,7), this result 

coincides with the results of , Himmlova et 

al 
(10)

. who concluded that the area of high 

stress at the neck of implant decrease with 

increasing implant diameter. 

 

CONCLUSIONS 

Within the limitations of this FE study the 

following conclusions can be extracted: 

The increase in the implant length is 

negatively affect on stress values at the 

implant-bone interface. on the other hand, 

it leads to better dissipation of stresses 

around dental implant. 

The increase in the implant diameter 

having no obvious effect on stress values 

at the implant-bone interface. However, it 

reduces the area of maximum stress at the 

implant neck.  
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